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Steady-State and Frequency Response
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A new and simpler design of thin-� lm heat � ux gaugehas been developed for use in high-heat-� ux environments.
Heat � ux gauges of the same design were fabricated on three different substrates and tested. The heat � ux gauge
comprises a thermopile and a thermocouple junction, which measures the surface temperature. The thermopile
has 40 pairs of S-type thermocouples and is covered by two thermal resistance layers. Calibration and testing of
these gaugeswere � rst carried out in an arc-lamp calibrationfacility. Sensitivityof the gaugewas discussed in terms
of the relative conductivity and surface temperature. The heat � ux calculated from the gauge output was in good
agreement with the precalibrated standard sensor. The steady-state and the transient response characteristics
of the heat � ux gauge were also investigated using a carbon dioxide pulse laser as a heat source. The dynamic
frequency response was evaluated in terms of the nondimensional amplitude ratio with respect to the frequency
spectrum of a chopped laser beam. The frequency response of the gauge was determined to be about 3 kHz. The
temperature pro� les in the thin-� lm heat � ux gauge were obtained numerically in steady-state conditions using
FLUENT and compared with the experimental results.

Nomenclature
d = thickness of thermal resistance layer, m
Es = thermopile voltage output, mV
K = thermal conductivity,W/m C
K = relative conductivity,W/m C
N = number of thermocouple pairs in the thermopile
Q = heat � ux, W/m2

S T = absolute thermoelectric power at temperature T , mV/ C
T = temperature, C
t = time, s

= absorptivity
d = thickness difference in thermal resistance layers between

1 and 2

Subscripts

1, 2 = thermal resistance layers 1 and 2, respectively

Introduction

D ESIGN of a high-speed � ight system requires an accurate
knowledge of steady-state and transient heat loading condi-

tions. One of the severe problems in high Mach number � ight is
the high local heat transfer due to the viscous interaction and the
shock interaction.1 The development of an aeropropulsion system
requires the measurement of the surface distribution of parameters
such as pressure, temperature, and heat transfer rate. To measure
the rate of incident heat � ux, various types of heat � ux gauges
have been developed. Conventional heat � ux gauges can be cate-
gorized as 1) gauges based on the temperature difference measure-
ment, which include the Gardon-type gauge,2 the Schmidt–Boelter
gauge,3 and standard layered gauges4; 2) gauges based on transient
surface temperature measurement using various techniques such
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as coaxial thermocouples5 and thin-� lm resistance elements6; and
3) gauges based on the dissipationof electrical power from a heater
mounted on the substrate surface.7 One of the major drawbacks of
the conventionalheat � ux gauge is a distortionof thermal- and � ow-
� elds created due to the sensor’s very presence.Other limitationsof
these sensors include poor response to transient heat � ux and lim-
ited high-temperature or high-heat-�ux measurement capabilities.
A miniatureplug-typeheat � ux gaugewas developedto measure the
heat � ux in the turbine blade of a Space Shuttle’s main engine.8 A
simple gradient � uxmeter and a multiple gradient � uxmeter, which
were usable up to 1000 C, were developed.9

The thin-� lm heat � ux gauge offers a unique solution to most of
these limitationsassociatedwith the conventionalheat � ux gauges.
The operating principle of a thin-� lm heat � ux gauge is similar to
that of the layered gauge, which involves a measurement of the
temperature difference across a thermal resistance layer. The inci-
dent heat � ux is directly proportional to the temperature difference
across the thermal resistance layer. Because the temperature drop
is very small, the differential output is increased by placing a num-
ber of thermocouplepairs connected in series to form a thermopile.
Thin-� lm gauges offer many advantagesover conventionalgauges:
capability to measure steady-state as well as transient heat � uxes,
excellenttransientresponse,minimal obstructionto � uid � ow, high-
temperature capability,and good sensitivitydue to large output sig-
nal. Several typesof thin-� lm heat � ux gauges have been developed
to achieve high spatial resolution and fast temperature response.
Will10 developed a thin-� lm heat � ux gauge that had an array of
thermocoupleson the upper and lower surfaces of a thin insulating
layer to achievean accurateand fast transientresponse.It had 20 ele-
ments of platinumvs platinum–10%rhodiumthermocouplepairs on
a silicondioxide insulatinglayer.Bhatt andFralick11 designeda new
thin-� lm heat � ux sensor for use in a high-heat � ux environment.

The frequency response of a heat � ux gauge is one of the impor-
tant characteristics to be considered for the measurement of a fast
transient heat transfer rate. Two types of thin-� lm heat � ux gauges
that had frequency responses of 50 kHz and 250 Hz, respectively,
were developed.12 Further, a frequency response characteristic of
the heat � ux gauge in the range of 100 kHz was reported.13

The objectiveof the current research is to measure the magnitude
of incidentheat � ux and to determine the frequency response of the
novel thin-� lm heat � ux gauge. This new and simpler design was
developed to reduce the complexity in fabrication as encountered
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in the previous version of the heat � ux gauge.10 This paper intro-
duces a new design of heat � ux gauges whose operation is based
on the temperature gradient created by thickness difference in two
thermal resistance layers. The testing and calibration of the gauge
is also described. To validate the design, the same con� guration of
thermopileswas fabricatedon three different types of substrate ma-
terials: Al2O3 , Inconel 100®, and silicon nitride.Thermopilesfabri-
cated on Al2O3 and Inconel 100 substrateswere used for calibration
and sensitivity measurement. After validation of the design, a ther-
mopile fabricated on the silicon nitride substrate was tested for the
frequency response characteristics.Numerically, the thin-� lm heat
� ux gauge was simulated in a two-dimensionalmodel and solved to
obtain the temperature pro� les. Steady-state and transient response
characteristicsof the thin-� lm heat � ux gauges are investigatedand
will be discussed in the following section.

Design of Thin-Film Heat Flux Gauge
A novel thin-� lm heat � ux gauge has been developed to achieve

fast response in transient heat transfer. Most thin-� lm heat � ux
gauges have two thermocouplejunctions installed separatelyacross
a thermal resistance layer. The incident heat � ux is measured by a
temperature gradient across the thermal resistance layer.

In this newly designed thin-� lm heat � ux gauge, thermocouple
junctionsareplacedon the sameplanebut separatedin a radialdirec-
tion (Fig. 1). The temperature difference is created by introducing
different thicknesses of thermal resistance layers at two different
radii. Silicon dioxide was used for the two thermal resistance lay-
ers. To create a large emf output, 40 pairs of Pt–Pt/10%Rh (type
S) thermocouplesare connected in series to form a thermopile.The
thermopile is fabricated in a circular pattern on the substrate using
rf sputter deposition.

Thermopile output was read between leg A and leg C (shown in
Fig. 1). Anothernew thermocouplejunctionwasconstructedoutside
the thermopileto read the surfacetemperatureof the heat � uxgauge.
The surface temperature was measured between leg A and leg B.

The cross-sectionalview of the heat � ux gauge is shown in Fig. 2.
The substratehad dimensionsof 30 30 mm base area and 2.4-mm

Fig. 1 Design layout of the thin-� lm heat � ux gauge.

Fig. 2 Cross-sectional view of the heat � ux gauge.

thickness.The thermocouplejunctionswere located at the inner and
outer circumferences of the thermopile geometry, which had radii
of 1.5 and 2.5 mm, respectively, from the center of the thermo-
pile.

After the thermopile was fabricatedon the substrate surface, two
different thicknesses of SiO2 thermal resistance layers were de-
positedover the thermopile (Fig. 2). The inner circumferenceof the
thermopilehad a thermal resistance layer 5 m thick. The outer cir-
cumference of the thermopile had a thermal resistance layer 10 m
thick. Two different thicknesses of thermal resistance layers were
chosen to create a temperature gradient in the direction normal to
the thermal resistance layer.

When a uniformheat � ux is appliedon the surface of the heat � ux
gauge,a temperaturegradientdevelopsinside the thermal resistance
layer accordingto Fourier’s conductionlaw. The temperaturediffer-
ence measuredby the thermopileis a functionof the thicknessof the
thermal resistance layer and of the radial distancebetween the inner
and outer thermocouple junctions.Therefore, the radially separated
thermocouplepairs read the two-dimensionaltemperaturegradient.
As indicated later in the numerical solution, the major portionof the
temperature gradient is created in the radial direction, whereas the
minor portion of temperature gradient is created in a direction nor-
mal to the thermal resistance layer. But a simple exercise11 shows
that the thermopile output is directly proportional to the incident
heat � ux and to the difference in thickness of the thermal resistance
layers as indicated in the following equation:

Q
K

d1 d2
T1 T2 (1)

Heat Flux Gauge Calibration
Calibration is an essential requirement for the accurate determi-

nation of the incidentheat � ux magnitude.Most calibrationsystems
are based on radiation or conduction.Calibration using conduction
yields accurate results but is limited to relatively low values of heat
� uxes. Though radiation can be used to produce a wide range of
heat � ux values, this technique has drawbacks such as requiring a
calibration of the standard sensor. A typical calibration procedure
involves the exposure of the test sensor as well as the precalibrated
standard sensor to the same heat � ux. The heat � ux determined by
the standard sensor output is then used to determine the sensitiv-
ity of the new gauge. Using this procedure, the sensitivity can be
found as a function of incident heat � ux and many other operating
parameters.

The gauges fabricatedon Al2O3 and Inconel 100 substrateswere
calibratedusing the Vortek arc-lamp14 calibration facility at NASA
Lewis Research Center. The arc lamp can produce repeatable, uni-
form heat � uxes in the range of 0.02–5 MW/m 2. The heat � ux to
which the gauges were exposed could be varied by changing the
input current to the arc lamp, as well as by changing the distance
of the sensor from the arc lamp. Gauges fabricated both on Al2O3

substrateand on Inconel 100 substratewere mounted in front of the
arc lamp using a Macor® glass-ceramic holder. The gauges were
mounted at a distance of 12 cm and centered with respect to the
arc lamp. The incident heat � ux was changed by varying the lamp
current from 50 to 300 A. The voltages from the thermopile and the
surfacethermocoupleweremeasuredat a rateof 10Hz. The heat � ux
values were also measured by using the Hy-Cal gauges.15 Figure 3
shows the output from the thermopile and surface thermocouplefor
the thin-� lm gauge on an Al2O3 substrate.

As seen in Fig. 3, the output voltages from both the surface ther-
mocouple and the thermopile increased as a function of time. The
surface thermocoupleoutput increased due to the constant radiative
heating during the test. The heat � ux output of the gauge increased
although the heat � ux value was constant during the test. This be-
havior can be explained by the change in absolute thermoelectric
power of the thermopile and the thermophysical properties of the
resistance layer with changing temperature. The sensor fabricated
on Al2O3 substrate failed after 20 s during the test at lamp current of
200 A. The sensor fabricatedon the Inconel 100 survived the testing
at lamp current of 300 A corresponding to surface temperature of
about 800 C.
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Fig. 3 Output of thin-� lm gauge on Al2O3 for the test at lamp current
of 100 A.

Fig. 4 Relative conductivityK / calculated for gaugeon Al2O3 using
the gauge output data at 150 A.

A novel approach was used to determine the sensitivity of the
thin-� lm heat � ux sensors. The incident heat � ux on the heat � ux
gauge at steady state is given by

Q T K T T d (2)

The thermopile output Es is given by

Es N S T T (3)

These equations can be rearranged in term of the incident heat � ux
Q,

Q
K T

T

Es

N S T d
(4)

Kreider16 reportedthat, after 50 h operationat 750 C, the Seebeck
coef� cient of a platinum/10% rhodium element was reduced 50%
compared to the as-sputtered condition. In the current experiment,
the exposure time of the thermocouples to the incident heat � ux
was of the order of minutes. Therefore, it is reasonable to assume
that the thin-� lm surface thermocouple behaves similarly to a wire
thermocouple.Thesurfacetemperatureof the thin-� lmgaugeduring
testing can be determined using the standard thermoelectric power
tables.

Because the temperatures in the thermal resistance layers are un-
known, the temperature from the surface thermocouple is consid-
ered as a reference temperature for the sensitivity analysis. At this
reference surface temperature, the corresponding thermopile out-
put Es is evaluated from Fig. 4, and the values of K T and T
are obtained. In Eq. (4), the parameters N and d can be deter-
mined because they depend on the gauge geometry. The values of
K T T in Eq. (4) are de� ned as the relative conductivity and
are plotted in Fig. 4. Once the relative conductivity is determined

Fig. 5 Calculated heat � ux as a function of time during testing at 50 A
for gauge on Al2O3 substrate.

Fig. 6 Comparison of average heat � ux values at different lamp cur-
rents for precalibrated Hy-Cal gauge and thin-� lm heat � ux gauge.

as a function of temperature, it can be curve� tted and extrapolated
over the whole temperature range.

Using the relative conductivity, the incident heat � ux Q can be
calculated with respect to the heat � ux gauge output Es , according
to Eq. (4). What one achieves from this exercise is the decoupling
of the temperature behavior in the gauge and the material param-
eters as compared to using a single calibration factor in a conven-
tional calibration procedure. If the relative conductivity plotted in
Fig. 4 is rearranged using the concept presented in Eq. (4), the
sensitivity Q Es can be presented as a function of surface temper-
ature.

Figure 5 shows a typical plot of the heat � ux as a function of
time calculated using the just-described calibration technique. It is
observed from Fig. 5 that the heat � ux increases rapidly with the
increase in lamp currentand stabilizes to an approximatelyconstant
value.

Figure 6 compares the heat � ux values calculated for the thin-
� lm heat � ux gauges to the values determined by the precalibrated
standardsensor for the correspondingsame lamp currents.In Fig. 6,
the heat � ux values calculated for the thin-� lm gauges are in good
agreement with the values determined by the precalibrated stan-
dard sensor. This indicates that the heat � ux measurement capabil-
ity relies on the con� guration of the gauge geometry rather than a
selection of the substrate materials.

Experimental Setup
The thin-� lm heat � ux gauge was tested using a CO2 laser as a

constant heat � ux source. The experiments were done in a room-
temperatureenvironment.The CO2 laser had maximum power out-
put of 150 W. It was chosen as a constant heat � ux source due to
the � exibility in controlling its power level. The CO2 laser had a
wavelength of 10.6 m, which is in the infrared region. The laser
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Fig. 7 Schematic diagram of test setup.

beam diameter was originally 6 mm but was expanded to 12 mm to
cover the entire thermopile. The beam was directed normal to the
heat � ux gauge.

The schematicdiagramof the test setupis shownin Fig. 7. The test
setup consistsof a CO2 laser, a mechanical chopper, a beam splitter,
an infrared detector, a water-cooledpower meter, a heat � ux gauge,
and a data acquisition system including antialiasing signal � lters
and ampli� ers. Two types of tests were performed using the given
test setup: long-time (steady-state) response of the heat � ux gauge
until the heat � ux gauge reached the steady state and the frequency
response (transient response) of the heat � ux gauge. For the steady-
state response test, the chopper was not used. The heat � ux gauge
was heated continuously until its output reached steady state, and
then the laser was turned off to test the cooling characteristicsof the
heat � ux gauge.

The radiative properties of the thermal resistance layers and the
substrate determine the amount of heat � ux absorbed by the gauge.
The absorptivity of silicon nitride is sensitive to the wavelength.
Experimental data by Touloukian and Ho17 show that the absorp-
tivity of the silicon nitride ranges from 0.2 to 0.7 in the wavelength
between 6 and 14 m. For the CO2 laser wavelength of 10.6 m,
the absorptivityof 0.4 was chosen.The emissivityof silicondioxide
is determined to be 0.4 based on the reported results.10

During the tests, three levels of excitation voltageswere selected
to control the laser power.The equivalentheat � ux levelsfor the CO2

laser power were 0.473, 0.810, and 1.048 MW/m2 correspondingto
the 12-mm beam diameter. Because the absorptivitieswere chosen
to be 0.4, the absorbed heat � ux by the gauge was assumed to be
40% of the incident CO2 laser power. The corresponding absorbed
heat � uxes by the heat � ux gauge were 0.189, 0.324, and 0.419
MW/m2 , respectively.

The temperature difference (delta-T ) across the thermal resis-
tance layer was measured by the thermopile. The voltage output
from the thermopile was ampli� ed 1000 times and sent to the data
acquisition system. The sampling rate of the A/D data acquisition
system was controlled between 500 and 10,000 Hz. Measurements
were taken for the heatingperiod, the combinedheatingand cooling
period, and the cooling period.

Steady-State Response of Heat Flux Gauge
To measure the steady-state output of the heat � ux gauge, the

laser beam was irradiated on the heat � ux gauge until the heat � ux
gauge reached steady state. After that heating period, the gauge was
allowedto cooluntil it reachedtheambient temperature.Two param-
eters, the delta-T from the thermopile and the surface temperature,
were measured.

Figure 8a shows themeasurementresultsduring150 s of a heating
period. The two curves in Fig. 8a represent the experimental results
as well as thenumericalcalculationresults.Althoughit is not clearly
noticeablein Fig. 8a, theobtaineddata indicatethe following:during

Fig. 8a Steady-state response of delta-T during heating period , Q =
0.324 MW/m2.

Fig. 8b Steady-state response of surface temperature during heating
period.

the initial heating period the delta-T rose suddenly as a step func-
tion within less than 1

10 of a second and then gradually increased
followinga logarithmiccurve. It is believed that the initial steep rise
of temperature was caused by the instant temperature gradient cre-
ated by the thickness difference in the thermal resistance layer. The
gradual increase in delta-T was caused by the radial distribution of
the incident heat � ux in the substrate. It suggests that the tempera-
ture rise comprises two components that are in the direction normal
to the heat � ux gauge and in the direction of radial distribution of
the heat � ux. A measurement of the surface temperature for 150 s
is shown in Fig. 8b.

The time constant of the heat � ux gauge was obtained from
Figs. 8a and 8b by taking the corresponding rise time when the
temperature change becomes 1 e from the steady-state tempera-
ture. In this approach, the time constant during the heating process
was about 30 s. The time constant is an indicator of the steady-state
performance, but it does not explain the transient behavior of the
heat � ux gauge that will be evaluated in the later section. The heat
� ux gauge survived the repeated tests of heating and cooling for a
temperature of 650 C.

Figures9a and 9b show the measured surface temperatureand the
delta-T during the combined heating and cooling process.The heat
� ux gauge was heated for 15 s and allowed to cool for a subsequent
15 s. During the cooling process a sharp decrease of delta-T was
observed within a second, but the surface temperature showed a
gradual temperature decrease to reach the ambient temperature, as
shown in Figs. 9a and 9b. The slope of the cooling curve, which
represents the sensitivity, is much � atter in Fig. 9b than the slope
shown in Fig. 9a. The results in Figs. 9a and 9b follow the same
trend as observed in Fig. 3 during the calibration process, which
validates the performance of the thin-� lm heat � ux gauge.
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Fig. 9a Steady-state response of delta-T during the combined heating
and cooling period.

Fig. 9b Steady-state response of the surface temperature during the
combined heating and cooling period.

Computational Simulation of the Steady-State
Response Using FLUENT

The thin-� lm heat � ux gauge was simulated using FLUENT, a
commerciallyavailablecomputationalthermal–� uid softwarepack-
age developedby the Creare Company. Figure 10 shows the dimen-
sionsof the numericalmodel used in the two-dimensionalmodeling
of the thin-� lm heat � ux gauge.A grid size of 151 61, nonuniform
in the X and Y directions, was used in the modeling.

The following boundary conditions were considered for the nu-
merical simulation.

1) A constant heat � ux of 0.324 MW/m2 was applied on the
6-mm-radius surface of the thin-� lm heat � ux gauge. A symmetry
boundary condition was assumed at the left surface.

2)Thematerialpropertiessuchas thethermalconductivityand the
speci� c heatcapacityof theheat � ux gaugewere treatedas functions
of the temperature.The material propertieswere expressed in terms
of temperature using piecewise equations.

3) The surface of the heat � ux gauge was assumed to be exposed
to both the convection cooling and the radiation cooling. The ab-
sorptivity was chosen to be 0.4 (Refs. 10 and 17).

4) The thermopile 40 pairs of Pt–Pt/10%Rh thermocoupleswere
simulatedas a 1- m-thickplatinumdisk,which was placedbetween
the substrate surface and the thermal resistance layer.

The temperature pro� les were obtained from the computational
simulation under the constant heat � ux level of 0.324 MW/m2.
Figure 11a shows the temperature distribution obtained in the heat
� ux gauge when t 1 0 s. In Fig. 11a, the surface temperature at
location E, which corresponded to the surface thermocouple loca-
tion, was 61.33 C. That calculated temperature was very close to
theexperimentallymeasureddata.The enlargedviewof temperature
pro� le in the thermopile region is shown in Fig. 11b.

The locations of the thermocouple junctions in the thermopile
are labeled as A and B in Fig. 11b.

Fig. 10 Heat � ux gauge model used for numerical simulation; units:
millimeters (not to scale).

Fig. 11a Temperature pro� le in the entire heat � ux gauge when
t = 1.0 s and Q = 0.324 MW/m2; temperature units: C.

Fig. 11b Enlarged view of the temperature pro� le near thermopile tip
locations A and B, time t = 1.0 s, and Q = 0.324 MW/m2; geometry: not
to scale.

The temperatures at the surface of the thermal resistance layer,
which were directly above A and B, were designated C and D.
According to the FLUENT data � les, the temperatures at A, B, C,
and D were 68.41, 65.86, 68.48, and 65.99 C, respectively.

This indicates that the delta-T across the 5- m-thick thermal
barrier between A and C was 0.07 C. Similarly, delta-T across the
10- m thermal barrier between B and D was 0.13 C. The temper-
ature difference in radial direction between A and B was 2.55 C.
It supports the assumption that the large temperature gradient was
created in the radial direction.The temperaturedifferenceacross the
thermal resistance layer is small but a main contributingterm in the
transient temperature response characteristic. Because there is no
distortion in the temperature pro� le near the Pt–Pt/Rh thermopile
region, the effect of radial heat conduction through the thermocou-
ples can be neglected.

Delta-T was computedwith respect to the time until t 200s and
plotted in Fig. 8a. Compared with the actual experimental results,
the computational results show a reasonable agreement.

Frequency Response of the Heat Flux Gauge
The next test was to evaluatethe dynamic responsecharacteristics

of the thin-� lm heat � ux gauge. As shown in Fig. 7, an ultra-fast-
response Hg–Cd–Te infrared detector was installed to measure the
incoming laser pulse frequency.According to the manufacturer, the
detector had a high-frequency response of 800 kHz. For the test,
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Fig. 12 Frequency responses of the infrared detector and the heat � ux
gauge, chopper frequency = 250 Hz, nonampli� ed signals.

Fig. 13 Frequency responses of infrared detector and the heat � ux
gauge, chopper frequency = 500 Hz, nonampli� ed signals.

4% of the laser beam was split and directed toward the Hg–Cd–Te
detector and the rest of the laser beam was directed to the heat � ux
gauge.

During the test, the laser beamdiameterof 6 mm was usedwithout
beam expansion.A pulse laser beam was arti� cially generated by a
mechanical chopper.The chopperwas operatedat speedsof 0–6000
rpm. Two types of chopper wheels, which had four apertures and
six apertures, were used. The chopper’s frequencies were adjusted
to create the chopping frequenciesof 250 and 500 Hz.

The infrareddetectoroutputwas assumed to representthe charac-
teristics of the incoming pulse laser beam because of the detector’s
ultra-high-frequency-response capability. Signal outputs from the
heat � ux gauge and the infrareddetector were both sent through the
antialiasing� lter, the ampli� er, and an A/D data acquisitionsystem.

The raw data without ampli� cation were collectedat the chopper
frequencies of 250 and 500 Hz and are shown in Figs. 12 and 13,
respectively. If it is needed, the thermopile output voltage can be
converted to the corresponding temperature using the S-type ther-
moelectric table. In Figs. 12 and 13, the dc componentsof the signal
were removed through high-pass � lters. As shown in Fig. 13, the
detector’s response was much sharper than that of the heat � ux
gauge. During the chopping period, the slope of the detector output
was very steep and close to a vertical line. In contrast, the signal
output from the heat � ux gauge was in the form of an alternating
exponential curve.

To � nd the frequency response characteristic of the heat � ux
gauge, 1024 data points were analyzed using the fast Fourier trans-
form (FFT) technique.The chopper’s frequency is the fundamental
frequencyin the frequencyspectrum.Amplitudesobtainedfrom the
FFT analysis are used to determine the amplitude ratio.

The nondimensional amplitude of the infrared detector is calcu-
latedfrom theFFT resultsby dividingtheharmonicamplitudeby the
amplitudeof the fundamental.The nondimensionalamplitudeof the
heat � ux gauge is calculated similarly. Finally, the nondimensional
amplitude ratio was calculated from the nondimensional heat � ux

Table 1 Test conditions for the frequency response tests

Laser Sampling Sampling Chopper
Case power rate, period, frequency,
no. Q, MW/m2 kHz s Hz

1 1.621 40 2 500
2 1.878 40 2 500
3 1.137 40 2 500
4 2.281 40 2 500
5 1.878 100 1 500
6 1.313 100 1 500
7 1.878 100 1 250
8 0.946 100 1 250

Fig. 14 Frequency response characteristic of the heat � ux gauge for
the test cases in Table 1.

Fig. 15 Nondimensionalized frequency response characteristic of the
heat � ux gauge.

gauge amplitude divided by the nondimensional amplitude of the
infrareddetector.Testswere performedat differentpower levels and
chopper frequencies. These test cases are summarized in Table 1.

The nondimensionalamplituderatios for eight different test cases
are plotted in terms of frequency in Fig. 14. To investigate the gen-
eralized dynamic response characteristic, all of the test cases are
plotted with respect to the nondimensionalizedvariables, as shown
in Fig. 15. The abscissa variable is the nondimensional frequency,
the harmonic frequencydivided by the fundamental frequency.The
frequency response characteristicof the heat � ux gauge is decided
at the 3-dB levelmeasured downward from the nondimensionalam-
plitude ratio of one.

The correspondingnondimensionalfrequency in Fig. 15 was de-
termined to be 6.5. In terms of the frequency, the dynamic response
range of the heat � ux gauge is 3 kHz, as can be found in Fig. 14.
Therefore, it can be said that the dynamic frequency response range
of the newly designed heat � ux gauge is about 3 kHz.
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Conclusions
A new design of thin-� lm heat � ux gauge was developed and

tested.A thermopileof 40 pairsof Pt–Pt/10%Rh thermocouplejunc-
tions was deposited on the same plane of the substrate. Over the
thermocouples, thermal resistance layers 5 and 10 m thick were
deposited to create a temperature gradient across those layers. Cal-
ibration and testing of these gauges were carried out in an arc-lamp
calibrationfacility.The sensitivityof the gauge is presented in terms
of the relative conductivity and surface temperature. The heat � ux
calculatedfrom thegaugeoutputis in goodagreementwith thevalue
obtained from the precalibrated standard sensor.

The frequencyresponseof theheat � uxgaugewasmeasuredin the
frequency domain using a CO2 laser and a chopper. The responses
from an infrared detector and the heat � ux gauge were measured
simultaneously and compared. It was found that the thin-� lm heat
� ux gauge has a dynamic frequency response of 3 kHz.

The temperaturepro� le in a steady-stateconditionwas calculated
using the FLUENT. The two-dimensionaltemperaturepro� les show
that the temperature across the thermal resistance layers is the main
term contributing to the heat � ux measurement. The computational
resultswere comparedwith the experimental resultsand showfairly
good agreement.
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